Colorimetric microdetermination of plasma lactate.
A simple ten-minute colorimetric procedure for plasma lactate is described. Good agreement with an ultraviolet procedure indicates acceptable accuracy. Precision, recovery, and interference studies further substantiate this procedure's validity.